From: DiNatale, Margaret (DPH) 

Sent: Tuesday, May 18, 2010 7:34 AM 

To: Borne, Deborah (DPH); Katuramu, Patrick (DPH); Alfonso, Felipe (DPH); Belanger, Peter 

(DPH); Borne, Alan (DPH); Caloggero, Dina (DPH); Chen, Karen (DPH); Clemmer, Jill 
(DPH); Elvin, Paul (DPH); Gauthier, Cheryl (DPH); Han, Linda (DPH); Hennigan, Scott 
(DPH); Holland, James (DPH); Jacobsen, Patricia (DPH); Jenner, Jennifer (DPH); 

Kazianis, Arthur (DPH); Konomi, Raimond (DPH); Krumholz, Glenn (DPH); Massif, 
Julianne (DPH); O'Brien, Elisabeth (DPH); Rubin, Alan (DPH); Salemi, Charles (DPH); 
Servizio, Paul (DPH); Smole, Sandra (DPH); Stiles, Tracy (DPH); Swanson, Tanya (DPH); 
Wang, Xingtai (DPH) 

Cc: DiNatale, Margaret (DPH) 

Subject: autoclave PM - not today 

Importance: High 


Hi, 

I received a call from TIM this morning that they will NOT be able to perform PM on the autoclaves today. The company 
had an unforeseen emergency at another client and an unexpected medical situation with an employee. 

I will let you know when the PM is rescheduled. 

Peggy DiNatale 
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